Background: Surgical design and simulation (SDS) is a useful tool to help surgeons visualize the anatomy of the patient and perform operative maneuvers on the computer before implementation in the operating room. While these technologies have many advantages, further evidence of their potential to improve outcomes is required. The present benchtop study was intended to identify if there is a difference in surgical outcome between free-hand surgery completed without virtual surgical planning (VSP) software and preoperatively planned surgery completed with the use of VSP software. Methods: Five surgeons participated in the study. In Session A, participants were asked to do a free-hand reconstruction of a 3d printed mandible with a defect using a 3d printed fibula. Four weeks later, in Session B, the participants were asked to do the same reconstruction, but in this case using a preoperatively digitally designed surgical plan. Digital registration computer software, hard tissue measures and duration of the task were used to compare the outcome of the benchtop reconstructions. Results: The study revealed that: (1) superimposed images produced in a computer aided design (CAD) software were effective in comparing pre and post-surgical outcomes, (2) there was a difference, based on hard tissue measures, in surgical outcome between the two scenarios and (3) there was no difference in the time it took to complete the sessions.
Background
Fibular reconstruction of the mandible is a challenging surgical procedure undertaken to correct tumour resection, traumatic injury or congenital deformities of the lower jaw. In the past, a significant discontinuity defect of the jaws presented the surgeon with a difficult, if not insurmountable reconstruction challenge. With the advent of microvascular reconstruction, reconstruction of the mandible became a more predictable procedure. As a consequence, the fibula free flap became the workhorse for mandibular discontinuity defect reconstruction and has become the preferred method for mandibular reconstruction because of the adequate bone stock length, and acceptance of dental implants [1] [2] [3] [4] . With a predictable mandibular reconstruction technique available, new options for oral rehabilitation arose with osseointegrated implants but this came with the need for improved precision and accuracy of the reconstruction.
Reconstruction of the mandible can potentially result in negative sequelae in oral functions such as deglutition, speech, mandibular movements, mastication and control of saliva [5] . These sequelae can be mitigated by preoperative planning of the operative procedure through surgical design and simulation. These processes have the potential of reducing the major negative changes in the patient's quality of life that can lead to low self-confidence and negative self perception [6] [7] [8] .
In recent years, surgical design and simulation (SDS) has become a widely available and reliable tool for preoperative surgical planning. Digital imaging technology is a useful tool to help surgeons visualize the defect of the patient and perform operative maneuvers on the computer before implementation in the operating room [9] . While these technologies have many advantages, there continues to be resistance and limitations to their clinical use which include financial, technical and practical challenges.
Many studies have discussed the benefits of VSP technologies and medical models in maxillofacial reconstruction [9] [10] [11] [12] [13] [14] but very few have confirmed whether there is a difference between free hand surgery and preoperatively virtually planned surgery, and if so, what the difference is between surgical strategies.
The purpose of the present study was to examine whether there was a difference, in the context of surgical simulation, between free hand surgery completed without VSP and preoperatively planned surgery completed with the use of VSP.
Methods
Five surgeons with experience in microvascular reconstruction were asked to participate in the study by means of purposive sampling due to the limited number of head and neck surgeons in Edmonton, Alberta, as well as the limitations of the scope of the project.
The present study was a repeated measures study composed of two benchtop sessions (A and B). In Session A, participants were asked to do a free-hand reconstruction of a standardized 3d printed mandible with an angle-to-angle defect using a standardized 3d printed fibula (Figure 1 ). No less than four weeks later, in Session B, the participants were asked to reconstruct the same standardized rapid prototyped mandible, but in this case using a preoperatively digitally designed surgical plan including a patient-specific external fixator and a patient-specific bone cutting guide developed by the researcher.
Each participant completed Sessions A and B individually in the Medial Modeling Research Laboratory (MMRL) at the Institute of Reconstructive Sciences in Medicine (iRSM) at the Misericordia Community Hospital in Edmonton, Alberta, Canada. At the beginning of Sessions A and B, all participants were given the same list of instructions explaining the guidelines and objectives to follow (see Additional files 1 and 2). The researcher reviewed the steps of the procedure, all 3d printed models and all the surgical and mechanical tools with the participants to ensure that they had a clear understanding of the task. In Session B all participants reviewed an on screen digital plan of the reconstruction with the researcher (Figure 2 ). During the review, the researcher discussed the optimal mandibular reconstruction ( Figure 3 and Figure 4 ), the potential optimal implant placement in relation to the native mandible ( Figure 5 ), the external fixator design ( Figure 6 ) and the cutting guide design (Figure 7 ) with the participants.
Sessions A and B were compared in two sets of virtual comparisons using automatic digital registration and a series of hard tissue manual measurements.
It was decided that the study should focus on medical models instead of human patients due to ethical considerations and limitations in assigning patients to different and potentially limiting treatment plans. It was also an important feature of this study to maintain a consistent surgical process and anatomy among all participating surgeons. A one-month transition period between Session A and B was set in place to avoid potential motor memory learning and training.
Benchtop design
The digital reconstruction design of the mandible was developed in collaboration with a head and neck surgeon and a maxillofacial prosthodontist. The researcher met with the two clinicians in order to design the reconstruction with optimal implant location, optimal placement of the fibula segments in relation to the native mandible and optimal height in relation to the occlusal plane.
Outcome measures
Following Sessions A and B, all models that were reconstructed were scanned using Computer Tomography (CT) scanning technology. A jig was designed to hold the mandible reconstructions in place during CT scanning and to ensure that all scans were done in a precise and consistent orientation (Figure 8 ). The data from the CT scan were transferred into the software program Seoul, Korea) and InVivoDental 5.0. The optimal mandible reconstruction was aligned to the reconstructions of Session A and B as well as aligning the reconstructions of Session A to the reconstructions of Session B in order to assess whether the software programs were an effective tool for evaluating surgical outcome. In both programs (InVivoDental 5.0 and Rapidform), a minimum of three registration points common to both models of interest were identified. The software then automatically aligned the two models of interest. In Rapidform 2006, a global automated registration was completed in order to match the models more precisely, whereas in InVivoDental 5.0, the adjust tool ( Figure 9 ) was used in order to precisely match the two models if the registration point procedure was not exact.
Thirteen hard tissue measures were used in the present study (Additional file 3: Table S1 ). All measurements were recorded by the researcher on five separate days in randomized order in order to verify the reliability and repeatability of the measuring technique and to reduce intra-rater bias.
Results and discussion
Additional file 4: Table S2 represents the mandible reconstructions completed by all participants.
Software superimposed images
One of the objectives of the present study was to evaluate whether digital registration software is an effective tool for 
Hard tissue measures Manual measures reliability analysis
A reliability analysis was performed to assess whether the measures taken on five separate days was reliable. All measures had a strong mean correlation between each measure verifying the reliability and repeatability of the technique. 
Hard tissue manual measure analysis
The second objective was to assess whether there was a difference in surgical outcome between Session A and Session B based on the hard tissue manual measures. Each measure was compared to the control mandible or the digital reconstruction based on the optimal anticipated outcome. All manual measure averages were subtracted from the corresponding control mandible averages which gave the deviation from the control for each measure of each participant. These values were then used in the analysis.
The exploratory data analysis (EDA) technique was used to analyze all measure comparisons due to the small sample size of the study [15] .
Of the thirteen manual measures, four displayed large differences between Session A and B. The four measures were the left gonial angle, the right gonial angle, the inter-coronoid process length and the fibula crest length. Table S4 outlines the descriptive statistics of the four measures.
Reconstruction time (in minutes)
Each participant was timed during Session A and Session B in order to assess whether one technique took less time than the other technique. The timing began as soon as the surgeon picked up a tool and the timing ended as soon as they verbally said to the researcher that they were finished. The mean time to complete Session A was 79.75 minutes while the mean time to complete Session B was 74.25 minutes.
Discussion

Software superimposed images
The superimposition of Session A with the control mandible, Session B with the control mandible and Session A with Session B was undertaken to view all the possible comparisons. Both InVivoDental 5.0 and Rapidform 2006 software programs generated informative images which allowed the viewer to quickly understand where the differences were when comparing the mandibles. The images showed that overall Session B appeared to have more accurate reconstructions that were closer to the control compared to Session A. Session B also appeared to be more consistent in the reconstructions compared to Session A which showed more variability among participants.
The disadvantage of these software programs was that they were unable to produce any information other than images. The present study was limited in its anatomy used for analyses. A future study using patient cases may reveal more applications of the InVivoDental 5.0 software program.
Model study manual measures
Measures showing a potential difference between Session A and Session B Measure 1: left gonial angle and Measure 2: right gonial angle One of the objectives for the participating surgeons was to design the reconstruction for 15 mm dimension between the upper surface of the fibula and the occlusal plane to accommodate implant abutment and superstructure components. This objective was determined by the gonial angle. For the left gonial angle measure, Session A had a range of 19.81 mm while Session B had a range of 4.87 mm. This is a difference of 14.94 mm. The stem and leaf graph and the boxplot for both the right and left gonial angle showed that the participants were more accurate and consistent in Session B than they were in Session A.
In Session A, participants had to gauge the 15 mm distance by eye and use a ruler to determine the spatial positioning of the fibula segments. In Session B, the participants had the same task to accomplish but had the advantage of a patient-specific cutting guide which provided the participants with the proper angle and length of the cuts of the fibula. They also had the digital reconstruction reference model as a visual reference to compare their cuts to and to bend the reconstruction plate around. Both of these tools contributed to the accuracy of the left and right gonial angle and the consistency of the participants in Session B.
Clinically the distance between the upper surface of the fibula and the occlusal plane can have a large impact on the functional outcome for the patient. One of the Figure 9 The adjust tool. The adjust tool was used in order to precisely match the two models if the registration point procedure was not exact. disadvantages of the fibula is the limited height of the bone (rarely more than 15 mm) which is about half of the native mandible [16] . This presents a problem for prosthetic rehabilitation and wearing ossesointegratedimplant retained dentures [4] . The recommended ratio for crown:fixture length is 1:1.5 [17, 18] . When the distance between the upper surface of the fibula and the occlusal plane is too large, patients often need long abutments (7 to 10 mm in some cases creating a crown:fixture ratio of 1:1.21) or a superstructure of excessive vertical dimension to compensate for the large vertical discrepancy. This has potential to endanger implant stability [18] . Hence, it is important in preoperative planning to consider the height and angle of the fibula in relation to the intended occlusal plane before reconstruction. On the other hand, excessive thickness of the bone can lead to a poor degree of mouth opening, which can affect eating, speech, efficiency of lip closure and oral functions [5] .
The left and right gonial angles conveyed an important functional outcome measure for fibula free flap mandibular reconstruction and showed a large difference between the free-hand technique and the surgical design technique. This anatomical measure is an essential measure to consider for future analysis of patient outcome and possible future studies evaluating surgical outcome.
Measure 4a: inter-coronoid process width
Session A had a much larger median compared to Session B as well as a larger range. This showed that the surgeons were more consistent in Session B as well as closer to the control mandible compared to Session A. The patient specific external fixator used in Session B assisted the surgeons in maintaining the inter-coronoid process width and is most likely the contributing factor to the overall better performance in Session B. The proper intercoronoid process length is an important anatomical outcome which can contribute to many problems in the future for the patient if it is either too long or too short.
Measure 6: fibula crest length
The boxplot of Measure 6 revealed a slight overlap but visually overall and by looking at the descriptive statistics, there appears to be a difference between the outcome of Session A and Session B. Session A had a range of 19.94 mm while Session B had a range of 7.85 mm for the fibula crest length measurement. This is a difference of 12.09 mm. The patient specific cutting guide, the external fixator and the 3d printed model of the digital reconstruction of the mandible used in Session B all contributed to the superior results of the fibula crest lengths in Session B. Overall the measure of the fibula crest length received the best results from the surgical design and the digital reconstruction.
Clinically, the fibula crest length may have a significant impact on the geometric and functional outcome of the patient. The fibula crest length is important for osseointegrated implants and dental rehabilitation for the patient. The length and geometry of the fibula crest has a direct impact on the patient's jaw relationship, which may affect mastication and speech.
Reconstruction time (in minutes)
The recording of the time it takes to complete the benchtop model sessions revealed that there is no difference in the time it takes the participants to complete one session compared to the other. Using the external fixator, the cutting guide and the digital reconstruction of the mandible reference model did not produce any changes in the length of time to complete the reconstructions.
Conclusion
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